1. Remove handset from carton
2. Open external pouch
3. Prepare internal pouch for transfer
4. Transfer inner pouch to sterile field
5. Remove device contents
6. Prepare device. Transfer saline tube, evacuation tube and pump from sterile field
7. Turn console power ON
8. Insert pump into console
9. Turn right to 3 o’clock
10. Remove saline tube spike cap
11. Spike saline (3L) bag. Begin gravity flow
12. Attach evacuation tube to vented canister
13. Increase power setting to 10 for priming
14. Safely hold handpiece
15. Depress foot pedal to prime
16. Reduce power to desired procedure setting
17. Ready