Surgical Tips and Tricks
ZUK®, JOURNEY® UNI, JOURNEY II UNI, and JZ UNI Implant Systems

Disclaimer:
ZUK and JZ UNI Implant Systems are only available in the US.

VISIONAIRE UNI Bone Models

Non-sterile VISIONAIRE UNI bone models may be used for surgeon evaluation of anatomic guide positioning preoperatively (Figure 1). Intraoperatively, VISIONAIRE UNI bone models may assist in confirming anatomic guide position, when sterilized. Bone models are optional upon case creation. Bone models are highly recommended. The crosshatching on the bone models represents the registration area for the cutting guides.

Exposure

Perform a standard unicompartamental knee incision. Remove at least the anterior half of the medial meniscus and expose the anterior portion of the medial plateau. Any remaining meniscus will be removed after the tibia bone resection. Remove any soft tissue that may prevent good exposure and optimal femoral or tibia guide placement.

Note: The VISIONAIRE UNI cutting guides are MRI based. The guides are designed to register on the osteophytes. Therefore, do not remove the osteophytes.

Tibia Preparation

1. Dry the tibia plateau prior to placing the VISIONAIRE UNI tibia guide onto the bone.
2. Externally rotating the tibia will expose more of the proximal surface and reduce any interference with the femur.
3. Verify the fit of the guide on the tibia. Apply pressure on top of the guide to hold into position. Verify contact with bone through the windows (Figure 2) and around the contact surface of the guide.
4. Once the optimal position for the VISIONAIRE UNI tibia guide has been located, insert the fixation pins. The optimal pin placement order goes as follows:
   a. Place a headless pin through the sagittal hole (Figure 3a).
   b. Insert a 45mm rimmed pin through the center hole (Figure 3b).
   c. Insert a 45mm rimmed pin through the medial hole to complete the guide fixation (Figure 3c).

5. When inserting the headed pins reduce speed prior to fully seating the pins to avoid torqueing the guide. Verify the guide did not move during pin insertion.
   a. It is recommended that one person holds the guide in place to ensure the least amount of movement while a second person drills.
   b. Use caution when inserting the pin to avoid exiting the bone posteriorly.

6. Prior to making tibia resections, mark the saw depth resection measurements on sawblades found on surgical plan to avoid under or over resecting.

7. It is recommended that one person holds the tibia guide down with an instrument such as an osteotome to avoid skiving while a second person makes the resection through the captured cutting slots.
   a. Make proximal resection (Figure 4a) prior to sagittal resection (Figure 4b) to avoid guide movement.

Surgical Tip:
If required after guide removal, complete the proximal cut by hand to ensure complete removal of tibia plateau.

**Femur Preparation**

1. Dry the femoral condyle prior to placing the VISIONAIRE UNI femur guide onto the bone.

2. Verify the fit of the guide on the femur. Verify contact with bone through the windows (Figure 5) and around the contact surface of the guide. The guide is intended to sit more anterior on the distal condyle.
3. Once the optimal position for the VISIONAIRE UNI femur guide has been located, insert the fixation pins and drill the rotation hole. The optimal pin placement and drill order goes as follows:
   a. Insert a headed pin through the medial proximal hole (Figure 6a).
   b. Drill the distal rotation pin (Figure 6c).
      i. Drilling the rotation pin hole prior to inserting the lateral fixation pin will avoid colliding with the lateral pin.
   c. Insert a headed pin through the lateral proximal hole to complete the guide fixation (Figure 6b).

4. When inserting the headed pins reduce speed prior to fully seating the pins to avoid torquing the guide. Verify the guide did not move during pin insertion.
   a. It is recommended that one person holds the guide in place to ensure the least amount of movement while a second person drills.

5. Prior to making tibia resections, mark the saw depth resection measurements on sawblades found on surgical plan.

6. It is recommended that one person holds the femur guide down with an instrument such as an osteotome to ensure the guide position doesn’t move while a second person makes the resection through the captured cutting slot.

**Surgical Tip:**
If required after guide removal, complete the distal cut to ensure complete distal bone removal.

7. After resection has been made, remove pins, the femur guide, and bony resection. Locate the previously drilled rotation hole and line it up to the appropriately sized femoral finishing guide. The orange highlighted hole matches up to the pre-drilled rotation hole (Figure 8).
Disclaimer
Smith & Nephew and Materialise do not practice medicine. None of the information in this document is intended to be or can be construed as a recommendation of any surgical technique, nor of the appropriateness of a particular device for use on a specific patient. The information contained in this document does not constitute any diagnostic or therapeutic statement with regard to any individual medical case. Therefore, the performing surgeon takes full responsibility of determining the usefulness and for using the appropriate guides and techniques in each individual patient. The information contained in this document are intended exclusively for skilled medical professionals, who have successfully been trained for the correct use of the Software, the Surgical Guides and the Medical device to be implanted. Any use of the Software and of the Medical device implies that sufficient information has been received, read and fully understood. Please refer to the Instructions for use (IFU) for important and complete product information, including – but not limited to – contraindications, warnings, precautions and possible adverse effects. Materialise NV is the proprietor and –to all effects – the manufacturer of the Software and of the personalized surgical guide. Materialise and the Materialise logo are registered trademarks of Materialise NV.

Distributed by:
Smith & Nephew, Inc.
1450 Brooks Road
Memphis, TN 38116
USA
Telephone: 1-901-396-2121
Information: 1-800-821-5700
Orders/Inquiries: 1-800-238-7538

Manufactured by:
Materialise US:
44650 Helm Court
Plymouth, MI 48170
USA

www.smith-nephew.com
*Trademark of Smith & Nephew. All Trademarks acknowledged.
©2019 Smith & Nephew, Inc.
16973 VI 03/19

Supporting healthcare professionals for over 150 years